EXPERIMENTAL STUDY

Different cardiac loading conditions and haemodynamic monitoring in animal models

Kobr J¹, Treska V², Molacek J², Kuntscher V², Liska V², Koppl J³

Department of Paediatrics – PICU, Charles University in Prague, Faculty of Medicine in Pilsen, Czech Republic. kobr@fnplzen.cz

Abstract: Objective: To develop models of various cardiac loading conditions in an experimental study. Materials and methods: A total of 78 piglets, average weight 24 kg were divided into 4 groups under different cardiac loading conditions: Group A were spontaneously breathing pigs without haemodynamic changes, Group B were ventilated animals with increased left ventricular afterload, Group C ventilated with increased right ventricular preload and Group D ventilated with increased afterload of both heart ventricles. Haemodynamic parameters were invasively measured at 60 and 120 minutes. Results: Groups B, C and D demonstrated higher preload of both ventricles, compared with Group A. Group C demonstrated higher preload and afterload of both ventricles in comparison with Groups B and D. Conclusion: Haemodynamic measured data confirmed the expected changes in cardiac loading and corresponded to human clinical situations. These models may be used for future experimental haemodynamic studies (Tab. 1, Fig. 3, Ref. 8). Full Text in PDF www.els.sk.
Key words: pulmonary artery thermodilution, cardiac output, piglets.

Accurate assessment of cardiac output and myocardial function has been considered vital in the successful treatment of critically ill patients. In paediatric clinical practice, it is necessary to decide on precisely which methods should be employed to technically monitor the haemodynamics of these patients during mechanical ventilation.

The use of transpulmonary intermittent thermo-dilution for cardiac output measurements via an in-dwelling pulmonary arterial catheter is considered one of the most reliable haemodynamic monitoring methods in paediatric patients (1). Invasive right heart catheterization in newborns and infants, however, is not devoid of potential risks (2).

Experimental animal models may be considered in determining the reference values, as well as the sensitivity and specificity of other less invasive methods in measuring cardiac output.

Materials and methods

The study was conducted with the approval of a multidisciplinary institutional ethics committee in an EU accredited experimental centre of the Faculty of Medicine of Charles University in Pilsen, Czech Republic. Respecting the principles of Helsinki Declaration this study was part of ongoing experimental studies.

Seventy-eight clinically healthy piglets (aged 6 weeks, mean weight 24 kg with a range of 18–27 kg, male to female ratio 1:3) were anaesthetized, endotracheally intubated, catheterized and divided into 4 groups: Control Group A (n=34) – spontaneously breathing animals without surgical intervention or changes in haemodynamics. After completing the measurements in this control group, the generally anaesthetized animals were divided into two groups according to further surgical interventions: Group B (n=17) animals were muscle relaxed and mechanically ventilated and with an increased left ventricular afterload induced by cross clamping of the abdominal aorta above the origin of the renal arteries (3); Group C (n=17) were muscle relaxed and mechanically ventilated animals with increased right ventricular preload induced by 50 % occlusion of the portal bed via right portal vein embolisation. This significant reduction of blood flow into the portal bed led to increased flow into the inferior vena cava and thus increased return of venous blood into the right atrium (4); Group D (n=44) animals underwent abdominal aortic tight banding 3 weeks before study commencement. These animals were muscle relaxed and mechanically ventilated with increased afterload of the right ventricle-induced by a high tidal volume strategy of mechanical ventilation (5).

The internal jugular vein was cannulated for central venous access using the Seldinger percutaneous technique and a Swan-Ganz...
thermodilution pulmonary catheter was introduced. The femoral artery was used for direct arterial blood pressure monitoring via the arterial catheter.

**General anaesthesia and ventilator support**

Premedication was given by intramuscular administration of atropine 0.07 mg/kg and azaperone 5.0 mg/kg. General anaesthesia was induced by intravenous administration of thiopental 10 mg/kg and all animals were oro-tracheally intubated. Combined general anaesthesia was maintained by intravenous fentanyl 0.5–1.0 microg/kg with azaperone 3.0–4.0 mg/kg and peripheral muscle paralysis using pancuronium 0.1–0.2 mg/kg (6).

Animals in Group A were breathing spontaneously with continuous positive airway pressure support at 2 cmH\(_2\)O and FiO\(_2\) 0.21. Animals in Groups B, C, and D were mechanically ventilated using a servo-ventilator (Servo Elema 900C, Siemens; Germany) in pressure controlled mode with the following settings: P\(_{\text{exp}}\) 15 cmH\(_2\)O, rate 24 breath/min, PEEP 6 cmH\(_2\)O, I:E 0.7, FiO\(_2\) 0.21 in Groups B, and C. In Group D settings were deliberately not physiological: P\(_{\text{exp}}\) 30 cmH\(_2\)O, rate 30 breath/min., PEEP 0 cmH\(_2\)O, I:E 1:0, FiO\(_2\) 0.21.

**Study protocol**

Experimental work in all piglets utilized tracheal intubation and establishing invasive entry under general anaesthesia. Following a sixty minute recovery period the first transpulmonary thermodilution measurement reading was taken (time-1) and after a further sixty minutes, all measurements were repeated (time-2).

**Measurement of cardiac output and haemodynamic data acquisition**

Cardiac output was measured by intermittent pulmonary artery thermodilution. Under ultrasound guidance a Swan-Ganz thermodilution catheter was positioned in the pulmonary artery. Pressure curve during the introduction of pulmonary artery catheters is documented in the scheme in Figure 1.

The average temperature of 38.5 °C measured in the pulmonary artery allowed for adequate thermal difference with the test solution (0.9 M sodium chloride at 21 °C). The standard technique was used to assess cardiac output by rapidly injecting the test solution into the proximal port of the pulmonary artery catheter with subsequent temperature monitoring at the catheter tip. The following haemodynamic data were acquired, calculated and recorded: heart rate, mean central venous pressure, right heart ventricle pressure, pulmonary arterial pressure, pulmonary arterial occlusive (wedge) pressure, mean arterial pressure (MAP), stroke volume, cardiac output and cardiac index, systemic vascular resistance (MAP-CVP/CO), pulmonary arteriolar-vascular resistance (PAP-PAoP/CO). The body surface area of each animal was calculated using Meehe’s formula: 0.087 x weight / 0.66 (m\(^2\)) (1). Each parameter
was expressed as a mean value using 5 consecutive measurements at 30 second intervals.

Statistical analysis

Parametric data were expressed as mean, significant difference (SD) and 95% confidence interval (95% CI). Pearson’s analysis and polynomial regression was used to compare the data obtained. For qualitative analysis of accuracy of the reproducibility agreement was used (7). p values <0.05 were considered statistically significant. All data were analysed using statistical software (Analyze-it211 Software Ltd.; USA).

Results

A total of 122 data were acquired in the study. Differences between the data from all monitored haemodynamic indices obtained in time-1 and time-2, and differences in quality measurements between different groups of animals were not statistically significant.

In all ventilated animals in Groups B, C and D the values of right ventricle preload (CVP; p<0.01) and left ventricle preload (PAoP; p<0.01) were higher compared with spontaneously breathing animals in Group A.

Data values in each group and the differences in observed indices values between Groups B, C, D and control Group A are listed in Table 1.

In Group C the values of right ventricle preload (CVP; p<0.01), right ventricle afterload (PVR; p<0.01), left ventricle preload (PAoP; p<0.01) and left ventricle afterload (SVR; p<0.01) were higher in comparison with Group B and Group D.

The values of systemic and pulmonary vascular resistance correlated with expressed afterload of the left and right ventricle. Their values obtained during the study are graphically expressed for groups A, B, C and D in Figs 2 and 3.

Discussion

Changes in systemic haemodynamic and interactions during mechanical ventilation play an important role in paediatric intensive care medicine. Cardiopulmonary interaction plays an essential role in critically ill patients. Animal models are important research tools for verification of monitoring techniques and treatment strategies. To create a haemodynamic model, we chose the domestic pig, which has a very similar morphology and physiology of the cardiopulmonary system as humans (8).

The piglets with cross clamping of the abdominal aorta above the origin of renal arteries in Group B (3) comprised a haemodynamic model theoretically corresponds to patients with systemic arterial
hypertension or acute obliteration at the level of the large arteries. Our theoretical model did not fulfill our expectations. It has not shown a significant elevation in systemic vascular resistance values or a decrease in cardiac output. This can be explained by vasodilation autoregulatory mechanisms of the experimental organism. Furthermore, perioperative occlusion was short, less than 60 minutes. In summary, the data for 60 and 120 min occlusion are not applicable with regard to elevation of systemic vascular resistance.

The animals with partial occlusion of the portal bed via right portal vein embolization. In the normal course of events the high volume of venous blood from the digestive tract of unpaired organs arises through the portal circulation to the liver on the basis of a pressure gradient. Partial occlusion of the portal venous bed causes transient changes in this pressure gradient and regional haemodynamic in Group C (4). Immediate adaptation after surgery leads to a several hour reduction in liver flow, and conversely increases flow through the natural porto-systemic connections into the lower vena cava. Temporary increase in flow in the lower vena cava was used to create an experimental model of increased preload and right atrial diastolic filling. Our study detected in this model the most significant change in haemodynamic during mechanical lung ventilation with rapid elevation of preload and afterload values of both heart ventricles.

The model corresponds to the paediatric patient with significant left-right shunt such as the uncorrected congenital heart defect.

Piglets underwent abdominal aortic tight banding three weeks before study start in Group D (5), and were ventilated by high tidal volume strategy. The combination of flow-limiting abdominal aorta and increasing pressure in the chest created a haemodynamic model of the increased afterload and the diastolic dysfunction of both heart ventricles. In this group there was a rapid change in cardiac output and haemodynamic parameters, but less significant (p<0.05) compared with group C.

Experimental model corresponds to the patients in the hyperdynamic phase of shock.

At our Paediatric Intensive Care Unit, 75 % of physicians are trained in echocardiography, whilst only 5 % are experienced in thermo-dilution techniques. It was a logical step for us to scientifically confirm that the global preferred trend of minimally invasive techniques in determining cardiac performance, is comparable to the so-called gold standard in monitoring haemodynamics via a pulmonary catheter.

Additional limitations of this study may include the fact that the study duration was more than 6 years. As the fundamental aim of the study was to achieve the greatest amount of data from a very large number of haemodynamically compromised animals, it was a logistical problem to achieve this in a shorter period of time. As the investigator, apparatus and experimental conditions throughout the entire length of the study remained constant, we feel that the end result is minimally influenced by bias.

References


Received November 2, 2011. Accepted January 9, 2012.